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The results of electrical characterisation and X-ray detection measurements of two different active area
(0.06 mm2 and 0.5 mm2) commercial 4H-SiC Schottky photodiodes at room temperature are reported.
The devices exhibited low dark currents (less than 10 pA) even at a high electric ﬁeld strengths (403 kV/
cm for 0.06 mm2 diodes; 227 kV/cm for 0.5 mm2 diodes). The results of the X-ray measurements indicate
that the diodes can be used as photon counting spectroscopic X-ray detectors with modest energy re-
solutions: FWHM at 5.9 keV of 1.8 keV and 3.3 keV, for the 0.06 mm2 and 0.5 mm2 devices, respectively.
Noise analysis of the photodiodes coupled to a custom low noise charge sensitive preampliﬁer is also
presented.
& 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).1. Introduction
Wide bandgap semiconductors such as AlGaAs [1,2], GaN [3,4],
GaAs [5,6] and SiC [7–10], are good potential candidate materials
for radiation detectors required to operate in harsh environments
and as such have received signiﬁcant attention in recent years. SiC
has been subject to particularly intensive study [11,12]. The wide
bandgap of SiC (4H-SiC¼3.27 eV; 6H-SiC¼2.86 eV), brings the
beneﬁts of a good visibleblind performance and low leakage
currents even when operating at high temperature [9]. Further-
more, SiC detectors are radiation hard [13,14].
SiC has shown particular promise for use as an X-ray detector.
The ﬁrst experimental report of X-ray spectroscopy with SiC was in
2001; Np L X-rays and the 59.5 keV γ-ray emissions from an 241Am
radioisotope γ-ray source were detected using a heavily N-doped
4H-SiC device with a Schottky contact [15]. More recently, SiC
detectors coupled to ultra-low-noise preampliﬁer electronics have
been demonstrated to have excellent energy resolution (233 eV
FWHM at 5.9 keV) even at high temperatures (100 °C) [10].
Whilst SiC UV photodiodes have been readily commercially
available from standard electronic component retailers for some
years, there has so far been no report of the potential utility of
these readily available devices as X-ray detectors. If such relatively
cheap and easily available devices can be used to detect X-rays, itr B.V. This is an open access article
).opens possibilities for low cost, radiation hard and high tem-
perature tolerant X-ray detectors to be used for applications such
as university-led cubesat missions and industrial applications.
In this paper, results are reported charactering four commer-
cially available 4H-SiC UV photodiodes of two different active
areas, as current mode and photon counting spectroscopic detec-
tors of soft X-rays from a 55Fe radioisotope X-ray source (Mn
Kα¼5.9 keV; Mn Kβ¼6.5 keV).2. 4H-SiC UV photodiodes
Four SiC UV Schottky photodiodes of two different active areas
(0.06 mm2 and 0.5 mm2) manufactured by sglux SolGel Technol-
ogies GmbH, Berlin, Germany [16,17], were purchased from a
standard electronics retailer. The photodiodes were supplied
mounted in TO-18 packages. The UV windows of the TO-18
packages were removed as shown in Fig. 1 so that the devices
could be directly illuminated with X-rays.3. Experiments
3.1. Electrical characterisation
3.1.1. Capacitance–voltage measurements
The capacitances of all four photodiodes were measured asunder the CC BY license (http://creativecommons.org/licenses/by/4.0/).
Fig. 1. Photograph of packaged 0.5 mm2 SiC Schottky photodiode with UV window
removed.
Fig. 2. Measured capacitances of two 0.06 mm2 (þ symbols and open squares) and
two 0.5 mm2 ( symbols and open circles) photodiodes as functions of applied
reverse bias.
Fig. 3. Calculated depletion width of the 0.06 mm2 (þ symbols and open squares)
and 0.5 mm2 ( symbols and open circles) photodiodes as a function of applied
reverse bias.
Fig. 4. The calculated quantum efﬁciencies of the SiC 0.06 mm2 photodiodes –
depletion layer thickness¼2.5 mm (solid line), and 0.5 mm2 photodiodes – deple-
tion layer thickness¼4.5 mm (dash line) at 150 V reverse bias with varying X-ray
energy. The discontinuity at 1.8 keV is the Si K absorption edge.
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150 V in 1 V steps using an HP 4275 A Multi Frequency LCR meter
and a Keithley 6487 Picoammeter/Voltage Source as the external
voltage supply. The AC test voltage signal magnitude and fre-
quency of the LCR meter were set at 60 mV r.m.s. and 1 MHz, re-
spectively. National Instruments Labview software was used to
automate the capacitance measurements. In order to extract the
capacitances of the photodiodes themselves, the bond wires of
sacriﬁcial devices of the same type were removed to measurepackaging capacitances. The capacitance of each photodiode was
calculated by subtracting the capacitances of packages (0.67 pF for
the 0.06 mm2 photodiodes and 0.65 pF for 0.5 mm2 photodiodes)
from the total capacitances of the packaged devices. The measured
capacitances and the calculated depletion width of each diode as
functions of applied reverse bias are shown in Figs. 2 and 3, re-
spectively. The photodiodes were fully depleted at an applied re-
verse bias of 120 V and 150 V for the 0.06 mm2 and 0.5 mm2 de-
vices, respectively. The thickness of the depletion widths of the
0.06 mm2 and 0.5 mm2 photodiodes were determined to be
2.5 mm and 4.5 mm at 150 V reverse bias, respectively. In compar-
ison to other previously reported wide bandgap X-ray detectors,
they are thinner than previously reported GaAs X-ray detectors
(7 mm) [5] and SiC X-ray detectors (25 mm) [10] but comparable to
AlGaAs X-ray detectors (1.7 mm) [1].
Assuming the efﬁciency of these diodes is determined by the
absorption in the depletion width, their efﬁciencies can be esti-
mated from,
= − ( )μ−QE e1 1t
where m is the linear attenuation coefﬁcient at the particular X-ray
energy and t is the thickness of the depletion width. Fig. 4 shows
the quantum efﬁciency for these photodiodes at their maximum
depletion widths (150 V reverse bias) at X-ray energies up to
10 keV. The quantum efﬁciencies of the devices at 5.9 keV
(m5.9 keV¼348 cm1; m6.49 keV¼263 cm1 [18]) were 0.085 and
0.145, for the 0.06 mm2 and 0.5 mm2 photodiodes, respectively.
3.1.2. Current-voltage measurements
The leakage currents of the four photodiodes were measured as
functions of applied reverse bias from 0 V to 100 V at room tem-
perature (24 °C) with 1 V per step using a Keithley 6487 Picoam-
meter/Voltage Source. The results are presented in Fig. 5. National
Instruments Labview software was used to automate the mea-
surements. The photodiodes have low leakage currents (less than
10 pA) at high reverse bias (corresponding to leakage current
densities of 937 pA/cm2 and 347 pA/cm2 at electric ﬁelds of
403 kV/cm for the 0.06 mm2 diodes; and1.4 nA/cm2 and 1.18 nA/
cm2 at electric ﬁelds of 227 kV/cm for the 0.5 mm2 diodes). These
are greater than some previously reported SiC X-ray detectors
(1 pA/cm2 with mean electric ﬁelds of 53 and 103 kV/cm at room
temperature) [10], but better than semi-insulating SiC X-ray pho-
todiodes (from 2.6 to 65 nA/cm2 with internal electric ﬁelds from
Fig. 5. Leakage current as a function of applied bias for the 0.06 mm2 (þ symbols
and open squares) and 0.5 mm2 ( symbols and open circles) photodiodes.
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with internal electric ﬁeld 22 kV/cm) [5].
3.2. Current mode X-ray measurements
In order to characterize the response of the diodes to illumi-
nation with soft X-rays, an 55Fe radioisotope X-ray source (Mn
Kɑ¼5.9 keV; Mn Kβ¼6.5 keV; activity¼260 MBq; active
area¼28.27 mm2) was placed 2 mm above the diodes. The reverse
bias was increased from 0 V to 100 V in 1 V steps. The measured
photocurrent (the current measured with the devices illuminated
with the previously measured leakage current subtracted) are
presented for the 0.06 mm2 and 0.5 mm2 devices in Fig. 6.
Given the quantum efﬁciencies of the devices computed from
the calculated depletion widths at 100 V reverse bias (2.48 mm and
4.4 mm, for the 0.06 mm2 and 0.5 mm2 devices, respectively), the
activity geometry of the 55Fe radioisotope X-ray source, and the
relative emission probabilities (Mn Kα 5.9 keV¼0.245; Mn
Kβ¼6.49 keV¼0.0338 [23]), the calculated expected photo-
currents at 100 V reverse bias of 0.06 mm2 photodiodes (0.44 pA)
and 0.5 mm2 photodiodes (6.3 pA), assuming only charge created
in the depletion width contributed to the signal and 100% chargeFig. 6. Photocurrent as a function of applied reverse bias for the 0.06 mm2 (þ
symbols and open squares) and 0.5 mm2 ( symbols and open circles) photo-
diodes. Expected photocurrent for the 0.06 mm2 diodes (dash line) and 0.5 mm2
(solid line).collection efﬁciency [19], were much smaller than the measured
photocurrents of the 0.06 mm2 photodiodes (4.6 pA) and 0.5 mm2
photodiodes (18 pA) at 100 V reverse bias. The greater than ex-
pected photocurrent suggests that there were signiﬁcant con-
tributions to the signal from charge created outside of the deple-
tion region by photons absorbed there. Furthermore, one 0.5 mm2
photodiode showed an exponential trend in photocurrent at re-
verse biases 460 V indicative of avalanche multiplication even
though the electric ﬁeld strength, assuming a uniform electric ﬁeld
across the depletion layer, was lower than that at which signiﬁcant
impact ionization has been previously observed to occur [20]. This
may have been due to defects in the material of the detector
leading to localised regions of high electric ﬁeld strength.
3.3. Photon counting X-ray spectroscopy
The diodes were each in turn connected to a custom-made low-
noise charge-sensitive preampliﬁer with a 2N4416A silicon input
JFET (capacitance¼2 pF). An ORTEC 572 A shaping ampliﬁer and a
multi-channel analyser (MCA) were connected to the preampliﬁer.
Spectra were accumulated using an 55Fe radioisotope X-ray source.
The 55Fe radioisotope X-ray source was placed 2 mm above the
diodes. Spectra were accumulated at reverse biases from 0 V to
100 V in 10 V steps. The temperature of the detector and pre-
ampliﬁer was 22 °C. The live time limit for each spectrumwas 60 s.
Because of the large capacitances and low leakage currents of
these devices, the longest shaping time available (10 ms) was se-
lected [21,22]. The resulting spectra were calibrated in energy
terms by using the position of the zero energy noise peak and the
position of the ﬁtted Mn Kɑ at 5.9 keV for each spectrum as points
of known energy on MCA's charge scale and assuming a linear
variation of detected charge with energy. The energy resolution of
the devices as quantiﬁed by the full width half maximum (FWHM)
of the 5.9 keV peak is presented in Fig. 8 as a function of applied
reverse bias. A photopeak could not be resolved with the 0.5 mm2
photodiodes at reverse biases below 50 V due to the large capa-
citance of the devices. For both sizes of device (0.06 mm2 and
0.5 mm2) the best energy resolutions, 1.8 keV FWHM and 3.3 keV
FWHM, were obtained at the maximum investigated reverse bias
(100 V). The 55Fe X-ray spectrum obtained at 100 V with one of the
0.06 mm2 photodiodes is presented in Fig. 7; two Gaussians were
ﬁtted to the observed photopeak to represent the Mn Kα (5.9 keV)
and Mn Kβ (6.5 keV) emissions from the radioisotope X–ray source
in the accepted ratio [23]. The MCA's low energy threshold was set
at 2.85 keV as a compromise between minimising the number of
noise counts from the tails of the zero energy noise peak andFig.7. 55Fe X-ray spectrum obtained one of the 0.06 mm2 photodiodes at 100 V
reverse bias. The dashed lines are the ﬁtted Mn Kα and Kβ peaks.
Fig. 8. Measured FWHM at 5.9 keV of 0.06 mm2 (þ symbols and open squares) and
0.5 mm2 ( symbols and open circles) photodiodes as functions of applied reverse
bias.
Fig. 9. Calculated electronic noise contributions for one 0.06 mm2 photodiode,
connected to the custom low-noise charge-sensitive preampliﬁer, at varied reverse
bias. Measured electronic noise (open squares), computed dielectric noise and
series white noise from unknown stray capacitances (open circles), white series
noise (square dot line), white parallel noise (dash line) and 1/f series noise (round
dot line).
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energy resolutions at 5.9 keV were not as good as some wide
bandgap devices speciﬁcally designed for X-ray detection e.g. GaAs
mesa photodiodes (840 eV, area of 0.03 mm2; and 1.07 keV, area of
0.13 mm2) [24], AlGaAs X-ray detectors (1.1 keV, area of 0.03 mm2
[25]; and 1.27 keV, area of 0.13 mm2 [1]), and the best result of SiC
X-ray detectors (196 eV at 30 °C, area of 0.4 mm2) [10]. However,
the FWHM of the 0.06 mm2 area diode was better than some
larger area AlGaAs photodiodes (0.13 mm2) (1.95 keV) [26].
3.4. Noise analysis
The fundamental ‘Fano-limited’ energy resolution (FWHMFano)
of a non-avalanche photodiode is given by,
ω ω= ( )FWHM FE2. 355 / 2Fano
where, ω is the average energy consumed in the generation an
electron–hole pair (7.8 eV for SiC [27]), F is the Fano factor (0.1 for
SiC [10]), and the E is the energy of the X-ray photon [28].
The energy resolution of a photodiode spectrometer is further
inﬂuenced by noise from incomplete charge collection and elec-
tronic noise from the connection of the detector to the pre-
ampliﬁer, such that as the electronic noise arises not only from the
shot noise of the detector but also the noise from the ampliﬁcation









where, A and R are the equivalent noise charge contributions from
electronic noise and incomplete charge collection, respectively
[28]. The expected Fano limited energy resolution, FWHMFano in
SiC is 160 eV FWHM at 5.9 keV [10]. Therefore, it is essential to
consider the other noise sources contributing to the measured
energy resolution of the system.
The electronic noise of this system consists of ﬁve contributors:
series white noise, parallel white noise, 1/ƒ series noise, dielectric
noise and the induced gate drain current noise [28]. A detailed
explanation of the origin of each electronic contributors can be
found in Ref. [1]. The total electronic noise contribution was
measured for the system with the 0.06 mm2 devices by injecting a
delta test pulse signal into the preampliﬁer with the detector
connected but unilluminated [21,22,29].
The dielectric noise (and series white noise from unknownstray capacitances [1]) can be calculated by the subtraction of the
calculated series white noise including induced gate drain current
noise, parallel white noise, and 1/f noise in quadrature from the
measured total electronic noise [5]. The other noise components
were calculated as per Ref. [1]. The calculated electronic noise
components are presented as a function of reverse bias in Fig. 9. As
is the case for other detectors connected to similar charge-sensi-
tive preampliﬁers, the dielectric noise (and noise from stray ca-
pacitances) is the most signiﬁcant noise component [1,5]. Such
noise is thought to arise from dielectric materials of the capaci-
tances and packages [21]. The presently reported preampliﬁer
used a wire-end input JFET for convenience; a bare die JFET di-
rectly wire-bonded to the detector would be expected to sig-
niﬁcantly reduce the noise. If this noise could be eliminated en-
tirely, an energy resolution (FWHM at 5.9 keV) of 1.1 keV could be
achieved with the 0.06 mm2 photodiode.
Incomplete charge collection noise is related to the detector's
charge diffusion and collection properties as well as to the trap
density distribution in the detector [28]. In this system, the in-
complete charge collection noise can be calculated by subtracting
in quadrature the predicted Fano noise and the total electronic
noise from the measured energy resolution at 5.9 keV. The calcu-
lated contributions from incomplete charge collection for the
0.06 mm2 photodiode are shown in Fig. 10. Interestingly, the in-
complete charge collection noise was independent of applied
electric ﬁeld. This supports the hypothesis – introduced in Section
3.2 to explain the greater than expected photocurrent – that sig-
niﬁcant amounts of charge created outside of the depletion region
(by photons absorbed in those positions) contributed to the de-
tected signal. Since the applied bias mainly resulted in an electric
ﬁeld across the epi-layer/depletion region, the ﬁeld strength in the
volume below the depletion region remained low, regardless of
applied bias. Thus the incomplete charge collection noise, which
probably arose from recombination of electrons and holes in the
low ﬁeld region remained constant. The data and explanation are
consistent high quality material close to top Schottky contact ex-
hibiting comparatively little charge trapping and a volume of
material with consistently low electric ﬁeld strength below it
showing moderate amounts (E58 e rms equivalent noise
charge) of incomplete charge collection noise.
Fig. 10. Computed noise contributions of one of the 0.06 mm2 photodiodes at
varied reverse bias. Total FWHM measured at 5.9 keV (stars), electronic noise (open
squares), incomplete charge collection noise ( symbols), and the Fano noise (þ
symbols).
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Measurements characterizing four commercial 4H-SiC Schottky
photodiodes of two different areas (0.06 mm2 and 0.5 mm2) at
room temperature have been presented. The measurements of
capacitance as functions of applied reverse bias showed consistent
characteristics between photodiodes of the same active area. The
depletion widths (2.5 mm and 4.5 mm, respectively) of the devices
were calculated based on the capacitance measurements. The
diodes were found to be fully depleted at Z120 V reverse bias.
Measurements of leakage current as a function of applied reverse
bias showed low leakage currents among these diodes (less than
10 pA) at 100 V reverse bias; the current densities were found
between 300 and 900 pA/cm2 with the 0.06 mm2 diodes (at
electric ﬁeld strengths of 403 kV/cm) and 1.2 to 1.4 nA/cm2 with
0.5 mm2 diodes (at electric ﬁeld strengths of 227 kV/cm).
The performance of these devices as X-ray detectors was in-
vestigated by the measuring the photocurrent generated when the
devices were illuminated by an 55Fe radioisotope X-ray source, and
by connecting the photodiodes to a custom low-noise charge-
sensitive preampliﬁer and investigating their performance as de-
tectors for photon counting X-ray spectroscopy. The photocurrents
were measured to be 5 pA with the 0.06 mm2 photodiodes and 7–
19 pA with 0.5 mm2 devices. The detectors functioned as photon
counting spectroscopic X-rays detectors with modest energy re-
solution (the FWHM at 5.9 keV of the 0.06 mm2 and 0.5 mm2
diodes were 1.8 keV and 3.3 keV at 100 V reverse bias, respec-
tively). Although the energy resolutions were not as good as many
custom X-ray detectors, the results indicated these photodiodes
can be used for photon counting X-ray spectroscopy at room
temperature albeit with modest energy resolution. Noise analysis
of this system was also presented. It showed that dielectric noise
and series white noise from stray capacitances were the dominant
noise sources in the system. If the noise, which was a consequence
of the non-optimal design of the connection of the detectors to the
preampliﬁer, could be entirely eliminated the energy resolution
would be expected to improve to 1.1 keV.
In future publications, the performance of these devices at high
temperature will be reported, as will characterisation of the de-
tectors when illuminated with X-ray photons of different energies.Acknowledgements
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